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Abstract. We present a procedure for geometric, spectral,
and absolute radiometric characterization of the weather-
proof RGB camera HaloCamRAW and demonstrate its appli-
cation in a case study. This characterization procedure can
be generalized to other RGB camera systems with similar
field of view. HaloCamRAW is part of the automated halo
observation system HaloCam and designed for the quanti-
tative analysis of halo displays. The geometric calibration
was performed using a chessboard pattern to estimate camera
matrix and distortion coefficients. For the radiometric char-
acterization of HaloCamRAW, the dark signal and vignetting
effect were determined to correct the measured signal. Fur-
thermore, the spectral response of the RGB sensor and the
linearity of its radiometric response were characterized. The
absolute radiometric response was estimated by cross cali-
brating HaloCamRAW against the completely characterized
spectrometer of the Munich Aerosol Cloud Scanner (spec-
MACS). For a typical measurement signal the relative (ab-
solute) radiometric uncertainty amounts to 2.8 % (5.0 %),
2.4 % (5.8 %), and 3.3 % (11.8 %) for the red, green, and
blue channel, respectively. The absolute radiometric uncer-
tainty estimate is larger mainly due to the inhomogeneity of
the scene used for cross calibration and the absolute radio-
metric uncertainty of specMACS. Geometric and radiomet-
ric characterization of HaloCamRAW were applied to a scene
with a 22◦ halo observed on 21 April 2016. The observed
radiance distribution and 22◦ halo ratio compared well with
radiative transfer simulations assuming a range of ice crystal
habits and surface roughness values. This application demon-
strates the potential of developing a retrieval method for ice
crystal properties, such as ice crystal size, shape, and sur-
face roughness using calibrated HaloCamRAW observations
together with radiative transfer simulations.
1 Introduction
Halo displays are optical phenomena caused by the refraction
and reflection of light by ice crystals in the atmosphere. Vis-
ible as bright and sometimes colorful circles and arcs, these
optical displays appear in thin cirrus clouds or diamond dust
(Wegener, 1925; Pernter and Exner, 1910; Minnaert, 1937;
Tricker, 1970; Greenler, 1980; Tape, 1994; Tape and Moila-
nen, 2006). Halo displays contain valuable information about
ice crystal microphysical properties regarding their shape,
surface roughness, and orientation (van Diedenhoven, 2014;
Forster et al., 2017).
The use of camera imaging methods for documentation
and analysis of halo displays dates back to the 1980s and
1990s (Lynch and Schwartz, 1985; Sassen et al., 1994).
Probably the first attempt to retrieve information about ice
crystal microphysical properties was reported by Lynch and
Schwartz (1985). They used an image of a 22◦ halo taken
with a Kodak Plus-X camera to infer ice crystal properties
by comparing their observations qualitatively with scattering
phase functions. The camera was later calibrated by taking
pictures of calibrated intensity wedges and grids with sev-
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eral exposures. However, no further details on the calibration
method or its application were provided.
Sky imaging methods in general have been widely used to
infer information about sky and cloud properties from the
ground. Examples are the whole-sky imager (WSI) (Feis-
ter and Shields, 2005; Shields et al., 2013), total-sky imager
(TSI) (Long et al., 2001; Pfister et al., 2003), all-sky imager
(ASI) (Long et al., 2006; Cazorla et al., 2008), and Univer-
sity of California San Diego Sky Imager (USI) (Urquhart
et al., 2015, 2016) for short-term solar energy forecasting.
All-sky imagers are usually equipped with a fish-eye lens or,
in the case of TSI, a spherical mirror that captures the whole
upper hemisphere down to the horizon. Applications range
from cloud detection and classification to determination of
cloud fraction, as well as cloud base height estimation. To
protect the all-sky imagers from direct sunlight and to reduce
stray light effects, a shadow band (WSI) or sun-blocking strip
(TSI) is usually employed. These strips, however, cover a sig-
nificant part of the 22◦ halo (Boyd et al., 2019).
Forster et al. (2017) presented HaloCam, a weather-proof
camera system for the automated observation of halo dis-
plays, using a sun-tracking mount. This allows replacing the
hemispheric fish-eye lens by a lens with smaller field of view
(FOV), improving the spatial resolution in the relevant re-
gion and limiting optical distortion. Furthermore, this setup
allows using a fixed circular shade which can be optimized to
cover only a small region up to 10◦ scattering angle around
the sun. As discussed in Forster et al. (2017) the sky region
around the sun up to a scattering angle of 46◦ contains the
most important information about ice crystal microphysical
properties: while 22 and 46◦ halos provide information about
shape and surface roughness for randomly oriented ice crys-
tals, sundogs and upper tangent arcs allow quantification of
the fraction of oriented plates and columns, respectively. The
brightness slope in the circumsolar radiance also contributes
important information about the microphysical properties of
the ice crystals (Haapanala et al., 2017). Thus, for a quanti-
tative retrieval of ice crystal properties observations close to
the sun are desirable.
The all-sky camera presented by Dandini et al. (2019) is
equipped with a small sun-tracking shadow disk, which also
allows access to the important sky region close to the sun.
However, strong optical distortion and the large FOV of the
fish-eye lens call for more advanced geometric calibration
methods relying on tracking of stars and planets (Schumann
et al., 2013; Urquhart et al., 2016; Dandini et al., 2019).
Due to the smaller FOV, HaloCam can be calibrated using
the simple “chessboard method” (Zhang, 2000; Heikkilä and
Silvén, 1997) as described in Forster et al. (2017). Secondly,
finding a source of uniform illumination for flat-field calibra-
tion of all-sky imagers is challenging (Urquhart et al., 2015;
Dandini et al., 2019).
So far, camera observations of halo displays only used rel-
ative intensity measurements to retrieve information about
ice crystal properties. However, observations of halo displays
cannot be directly linked to these properties due to the effect
of multiple scattering and the contribution of aerosol below
the cirrus cloud (Forster et al., 2017). To disentangle these ef-
fects and to retrieve ice crystal microphysical properties, the
observations have to be compared with radiative transfer sim-
ulations. For such a comparison, calibrated measurements of
sky radiance are required, and thus the camera must be accu-
rately characterized both geometrically and radiometrically.
This paper presents HaloCamRAW, an extension of the
HaloCam observation system described in Forster et al.
(2017). To the authors’ knowledge, HaloCamRAW is the
first weather-proof camera system specifically designed for
automated observation and radiometric analysis of halo
displays. After describing the HaloCam system including
HaloCamRAW in Sect. 2, methods for geometric (Sect. 3)
as well as absolute radiometric calibration (Sect. 4) of this
camera will be presented. The spectrometer of the Munich
Aerosol Cloud Scanner (specMACS), an extensively cali-
brated and characterized (but not weather-proof) hyperspec-
tral imager (Ewald et al., 2016), serves as a reference for the
absolute radiometric calibration of HaloCamRAW. The radio-
metric characterization is inspired by the procedure and no-
tation in Ewald et al. (2016). Section 5 demonstrates the ap-
plication of the geometric and radiometric characterization to
observations of a 22◦ halo, which are compared to radiative
transfer simulations assuming randomly oriented ice crystals.
2 HaloCam system description
HaloCam, the weather-proof and sun-tracking camera sys-
tem, allows for an automated observation of halo displays
(Forster et al., 2017). The camera system was developed at
the Meteorological Institute Munich (MIM) of the Ludwig-
Maximilians-Universität (LMU) and installed on the rooftop
platform for continuous observations. HaloCam consists of
two wide-angle cameras, HaloCamJPG and HaloCamRAW,
which are mounted on a sun-tracking system. HaloCamJPG,
which was presented in Forster et al. (2017), cannot be used
for a quantitative analysis due to on-chip postprocessing and
JPEG compression.
This paper focuses on HaloCamRAW, which provides the
“raw”, i.e., unprocessed and uncompressed, signal from the
sensor. HaloCamRAW, as shown in Fig. 1, is an Allied Vi-
sion Manta G-235C camera equipped with a Kowa LM6HC
wide-angle lens with 6 mm focal length (see Table 1). With
its 1/1.2′′ Sony IMX174 CMOS sensor, HaloCamRAW yields
a field of view (FOV) of 87◦ in the horizontal and 65◦ in the
vertical direction1. The RGB sensor features 1936× 1216
pixels and captures spectral information via so-called pri-
mary color (red, green, blue) filters. These are located over
the individual pixels, arranged in a Bayer color filter array
(CFA) (Bayer, 1975). For this study, HaloCamRAW is used
1The FOVs provided here are the result of the geometric calibra-
tion in Sect. 3.
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Table 1. HaloCamRAW specifications.
Lens Kowa LM6HC
Focal length 6 mm
Aperture F1.8–F16.0 (manual)
Horizontal field of view 87◦
Vertical field of view 65◦
Camera Allied Vision, Manta G-235C
Interface IEEE 802.3af (PoE)
Protection class None
Operating (ambient) temperature +5 to +45 ◦C
Sensor 1/1.2′′ CMOS, RGB
Sony IMX174LQJ
Maximum bit depth 12 bit
Sensor resolution 2.4 MP
Sensor pixels 1936× 1216
Shutter type global shutter
Image formats Bayer (8 or 12 bit)
Mono (8 or 12 bit)
RGB (8 bit), YUV
Measures w×h× d 86.4× 44× 29 mm
Weight (camera body + lens) 400 g+ 215g
in “raw” mode; i.e., the signal measured by the camera sen-
sor is directly used without (color) processing. This provides
monochrome images with a superimposed Bayer checker-
board pattern as shown in Fig. 2. A schematic illustration
of the Bayer CFA layout with the red (R), blue (B), and two
green (G1, G2) channels is displayed as a magnified detail of
Fig. 2.
Since Allied Vision’s Manta G-235C itself is not weather-
proof, a protecting aluminum casing was built (see Fig. 1).
The casing has a cylindrical shape and the camera is fixed
on a “drawer” which is attached to the circular front lid
(see Fig. 1b). An antireflection-coated UV filter (Heliopan
GmbH) is used as a window for the casing. The PoE (Power
over Ethernet) cable is guided inside the casing through the
circular lid just below the window via a water-proof connect-
ing plug. HaloCamRAW is operated in an automatic exposure
mode. It measures the histogram of the current image to ad-
just the exposure time of the next image so that bright areas
are not saturated.
The HaloCam camera system, with its two cameras
HaloCamJPG and HaloCamRAW, is operated by the same sun-
tracking mount described in Forster et al. (2017). The mount
features two stepper motors with gear boxes to automatically
align the position of the camera with the calculated direc-
tion of the sun. The stepper motors allow an incremental
positioning of 2.16 arcmin per step (Seefeldner et al., 2004)
and have an estimated pointing accuracy of about ±0.5◦ (2σ
confidence interval) (Forster et al., 2017). Every 10 s Halo-
Cam’s position relative to the sun is updated and a picture is
recorded. Using a sun-tracking mount is ideal for the auto-
mated observation of halo displays and later image process-
ing since it ensures that the center of the camera is aligned
with the sun and thus all recorded halo displays are centered
on the images. To protect the lens from direct solar radia-
tion and to avoid stray light, a small circular shade fixed in
front of the camera is sufficient with this setup (see Fig. 1).
The camera FOV and the sensor resolution were chosen to
achieve the optimal trade-off between a large coverage of
the sky with high spatial resolution and low image distor-
tion. The 22◦ halo, sundogs, upper and lower tangent arc,
and circumscribed halo, which are the most frequently ob-
served halo displays according to Sassen et al. (2003) and Ar-
beitskreis Meteore e.V. Sektion Halobeobachtungen (AKM,
https://www.meteoros.de, last access: 5 July 2020), are cap-
tured by HaloCamRAW’s FOV. By capturing the most fre-
quently observed halo displays, HaloCamRAW is expected to
provide sufficient information to gain a better understand-
ing of the relationship between halo displays and typical ice
crystal properties in cirrus clouds.
Since the presence or absence of the rare 46◦ halo might
provide additional information, HaloCamRAW was tilted up-
ward by 26◦ compared to HaloCamJPG. This setup allows
us to observe the upper part of both the 22 and 46◦ halo
(cf. Fig. 2). The upper part of these halo displays is usu-
ally brighter and more frequently visible than the lower part
due to a shorter optical path through the atmosphere and less
multiple scattering which acts to diminish the brightness con-
trast of the halo display (e.g., Gedzelman, 2011; Forster et al.,
2017).
The HaloCam system was installed in September 2013
on the rooftop platform of MIM (LMU) in Munich with
HaloCamJPG only and was extended in September 2015 by
HaloCamRAW. The MIM rooftop platform hosts a cloudnet
site (Illingworth et al., 2007) featuring operational measure-
ments by a MIRA-35 cloud radar (Görsdorf et al., 2015), a
CHM15kx ceilometer (Wiegner et al., 2014), and an RPG-
HATPRO microwave radiometer. Further operational mea-
surements are performed by a CIMEL sun photometer, which
is part of the AERONET (Aerosol Robotic Network) net-
work (Holben et al., 1998), as well as with the institute’s
own sun photometer SSARA (Sun–Sky Automatic Radiome-
ter, Toledano et al., 2009, 2011; Grob et al., 2020). HaloCam
observations ideally complement these measurements to re-
trieve information about ice crystal properties.
3 Geometric calibration
Halo displays are single-scattering phenomena. Thus, their
relative position to the sun is directly linked to the scattering
phase function of the ice crystals producing them: the phase
function of smooth hexagonal solid columns, for example,
predicts a 22 and 46◦ halo at a scattering angle (2) of 22 and
46◦, respectively (e.g., Yang et al., 2013). To uniquely iden-
tify halo displays in terms of their relative position to the sun
and to allow a quantitative analysis of HaloCamRAW images,
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Figure 1. (a) HaloCam setup with HaloCamRAW. The circular shade blocks direct sunlight and is covered with black, antireflective color on
the side facing the camera. (b) Interior of HaloCamRAW’s weather-proof casing. HaloCamRAW consists of an Allied Vision Manta G-235C
camera with a Kowa lens of 6 mm focal length. The camera is fixed on a “drawer”, which is attached to the circular front lid of the cylindric
weather-proof casing. A metal sheet is glued on the top of the camera body with a thermal compound to support the cooling of the camera.
For the window of the camera casing, a Heliopan UV filter with antireflection coating was used. The PoE (Power over Ethernet) cable is
guided inside the camera casing via a water-proof connecting plug through the lid just below the window.
Figure 2. HaloCamRAW image as detected by the sensor. The im-
age exhibits the superimposed mosaic pattern of the Bayer color
filter array (CFA, Bayer, 1975), which is shown schematically on
the right with the red (R), the two green (G1, G2), and the blue (B)
channels.
a geometric calibration which determines the transformation
between the image pixels and scattering angles is necessary.
For the geometric calibration of HaloCamRAW several pic-
tures are taken of a chessboard pattern from different angles
and orientations. These pictures are used to estimate the in-
trinsic camera parameters as well as the radial and tangential
distortion parameters of the lens. This method was already
used in Forster et al. (2017). It is based on Zhang (2000) and
Heikkilä and Silvén (1997) and was implemented in OpenCV
by Itseez (2015) with a detailed reference in Bradski and
Kaehler (2008).
Using the distortion coefficients and intrinsic parameters,
the camera pixels can be undistorted and mapped to the
spherical world coordinate system. Projected onto the image
plane, a zenith (ϑ) and azimuth angle (ϕ) can be assigned to
each pixel relative to the center of the sun. In this case the
relative zenith angle ϑ corresponds to the scattering angle2.
An overlay of the relative zenith (ϑ) and azimuth (ϕ)
for the HaloCamRAW red channel (R channel) is displayed
in Fig. 3 with representative contour lines at ϑ = 22, 35
and 46◦. The geometric calibration was performed for the
raw image (cf. Fig. 2). The horizontal and vertical FOV of
HaloCamRAW can be estimated from the calculated scatter-
ing angle grid to ∼ 87 and ∼ 65◦, respectively. With a reso-
lution of 608×968 quadratic pixels, the angular resolution of
each of the four color channels amounts to about 0.1◦. Note
that the individual channels are extracted from the Bayer pat-
tern without interpolation (cf. Fig. 2). The HaloCamRAW im-
age is separated into segments using the relative azimuth an-
gle ϕ. Figure 3b indicates the five azimuth segments, each
30◦ wide. For further analysis the radiance within each im-
age segment is averaged in the azimuthal direction (ϕ), i.e.,
along the 22◦ halo. The angular width of the segments al-
lows us to reduce measurement noise and at the same time
maintains the necessary spatial resolution to resolve bright-
ness fluctuations of the 22◦ halo. Upper tangent arcs would
be covered by segment no. 3, while sundogs would be visible
below segments no. 1 and 5. Thus, if halo displays are visi-
ble, segments no. 1, 2, 4, and 5 are expected to contain only
features of the 22◦ and 46◦ halo. Tilting the camera upward
by 26◦, as shown in Fig. 3a, allows us to observe the more
frequent upper part of the 22 and 46◦ halo and is therefore
more suitable for a quantitative analysis.
4 Radiometric characterization
Each sensor pixel is a semiconductor device which converts
light into electrical charge and can be treated as an indepen-
dent radiometric sensor. The charge collected on a pixel is
converted to a voltage and then to a digital value by the A/D
converters, which introduces noise at each step. The signal
measured by the sensor can be expressed as
S = S0+ Sd+N , (1)
with Sd being the dark signal, S0 the radiometric signal, and
N the measurement noise, as defined in Ewald et al. (2016).
The measurement noise N is the sum of the radiometric sig-
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Figure 3. (a) HaloCamRAW image (red channel) from 2 February 2016, 09:42 UTC, with corresponding scattering angle (ϑ) grid and
representative contour lines at 22, 35, and 46◦. (b) Relative azimuth angle (ϕ) grid with numbered labels for the five image segments, each
spanning an interval of 30◦.
nal noise N0 and the dark signal noise Nd:
N =N0+Nd . (2)
In the following sections the components of the measured
signal S will be characterized, and their sensitivity on the
camera settings and ambient conditions will be investigated.
The dark signal measurements were performed in the op-
tics laboratory of the Meteorological Institute at LMU on
16 July 2015. The measurements at the large integrating
sphere (LIS) and the spectral characterization of the sen-
sor were performed at the Calibration Home Base (CHB)
(Gege et al., 2009; DLR Remote Sensing Technology Insti-
tute, 2016) of the Remote Sensing Technology Institute at
the German Aerospace Center (DLR) in Oberpfaffenhofen
on 28 June 2016. In the subsequent sections, temporally av-
eraged values are indicated by angle brackets while spatial
averages are denoted by an overbar. If not stated explicitly
all variables are defined pixel-wise, and uncertainties are pro-
vided with a 1σ confidence interval.
4.1 Dark signal
The dark signal Sd is defined as the signal which can be mea-
sured when no light is entering the camera, i.e., when the
shutter is closed. This implies S0 = 0 and Eq. (1) becomes
S = Sd+Nd . (3)
For an averaged dark image 〈S〉 the remaining noise ap-
proaches zero 〈Nd〉 → 0 and the dark signal Sd can directly
be measured. The dark signal consists of the dark current
sdc, which is caused by thermally generated electrons and
holes within the semiconductor material of the sensor, and
the readout offset of the A/D converters Sread. The dark cur-
rent sdc depends on the temperature T and the exposure time
texpos:
Sd(T )= sdc(T ) texpos+ Sread . (4)
Thermal electrons are generated randomly over time with an
increasing rate as the temperature rises. Since HaloCamRAW
has no external shutter, the dark signal during operation has
to be estimated from the laboratory characterization. The fol-
lowing experiments were performed in a dark room, and the
camera lens was covered with an opaque cloth.
Figure 4 displays the dark signal 〈Sd〉 averaged over 100
images for an exposure time of texpos = 2.0 ms and a device
temperature of 45 ◦C for the R channel. The temporally (over
100 images) and spatially (over all pixels) averaged dark sig-
nal amounts to about 〈Sd〉 = (16.7± 0.2) DN (digital num-
ber). For this number of averaged images, the dark signal in
Fig. 4 does not show a significant spatial pattern. The same
is true for the G1, G2, and B channel. Therefore, a spatially
averaged dark signal will be used for the following analysis
and later image processing.
Figure 5 shows the dependency of the dark signal on ex-
posure time for a constant temperature inside the camera of
45 ◦C. In operational mode and under daylight conditions,
typical exposure times of 1 to 3 ms are used. For exposure
times up to 50 ms the mean dark signal amounts to about
16.7 DN with a standard deviation of 0.8 DN for the R chan-
nel. The standard deviation of the mean dark signal for ex-
posure times below 50 ms is less than 0.02 DN or 0.1 %. As
observed by Urquhart et al. (2015) and Ewald et al. (2016)
(VNIR camera of specMACS), the dark signal appears to be
independent of the exposure time. For larger exposure times,
which are shaded in gray in Fig. 5, the dark signal as well as
its standard deviation increase slightly. This behavior is most
likely a combination of the increasing dark current signal due
to a longer exposure time and an increase of the read noise
signal Sread caused by the A/D converters.
To investigate the temperature sensitivity of the dark sig-
nal, measurements were performed with the camera set up
inside a climate chamber (Weiss2, SB11/160/40) in a dark
room and with the camera lens covered. The temperature in-
side the climate chamber can be adjusted between −40 and
180 ◦C with increments of 0.1 ◦C. The estimated accuracy is
about 0.05 K. For the dark measurements with HaloCamRAW
2Weiss Klimatechnik GmbH, Greizer Straße 41-49, 35447
Reiskirchen-Lindenstruth, Germany
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Figure 4. HaloCamRAW dark signal (in DN) of the R channel, av-
eraged over 100 images. An exposure time of texpos = 2.0 ms was
chosen and a temperature of 45 ◦C was measured inside the camera.
Figure 5. HaloCamRAW dark signal and dark signal noise of all four
channels (R, G1, G2, B) for different exposure times ranging from
0.03 to 1000 ms. The camera’s internal temperature was constant
at 45 ◦C. The dark signal average and the standard deviation were
evaluated over 100 images for each exposure time. The values in
the legend represent the average and standard deviation of the dark
signal over all measurements and exposure times for the respective
channel.
the temperature was increased from 10 to 50 ◦C in steps of
5 ◦C. Within this temperature range the averaged dark signal
varied less than 0.5 DN.
To obtain an estimate for the temporal drift of the dark
signal, the mean standard deviation was calculated using
all recorded dark images for the different camera tempera-
tures and exposure times and results in less than 2.20 DN
for the four channels. For the dark signal correction of the
HaloCamRAW data, the respective mean values from Fig. 5
are used for each of the four channels: 16.68, 16.68, 16.67,
and 16.61 DN for the R, G1, G2, and B channel, respectively.
4.2 Vignetting correction
The wide-angle lens of HaloCamRAW causes a decreasing ra-
diometric signal S0 for ray paths further away from the op-
tical axis of the lens. This illumination falloff towards the
edges of the sensor is called vignetting. There are two differ-
ent types of vignetting:
1. Optical vignetting occurs when the ray bundle, which
forms the image, is truncated by two or more physical
structures in different planes (Bass et al., 2010). Typi-
cally, one is the nominal aperture and another is the edge
of a (multiple element) lens. This kind of vignetting nat-
urally occurs in all lenses and typically affects periph-
eral light rays, far off the optical axis.
1. Natural vignetting describes the effect that for off-axis
image points the illumination is usually lower than for
the image point on the optical axis (Bass et al., 2010).
Optical vignetting can be diminished by reducing the en-
trance pupil, i.e., the aperture by increasing the f number.





The f number of HaloCamRAW’s Kowa lens can be adjusted
mechanically between 1.8 and 11 by a screw. A fixed value
of f number= 8 was chosen for all measurements and the
calibration. For the observation of halo displays close to the
sun this represents a good trade-off between a small aperture
and short exposure times.
To obtain a model for the nonuniformity of the sensor
response as a function of the pixel location, flat-field mea-
surements were performed using the large integrating sphere
(LIS) at CHB as a uniform light source. Several measure-
ments were performed with the same exposure time. To min-
imize the impact of inhomogeneities in the brightness of
the integrating sphere, images were recorded at six differ-
ent orientations by rotating the camera around its own axis,
i.e., with the center of the camera roughly pointing to the
center of the sphere. For each orientation 40 images were
recorded, dark signal corrected, and averaged. The measure-
ments, which were averaged over the rotation angles of the
camera relative to the sphere, are shown in Fig. 6a with the
signal normalized to 1. The spherical patches visible in the
figure are due to a hole in the sphere, which allows for in-
jecting a laser as a light source for specific experiments. The
hole appears at different locations on the image due to the
different rotation angles of the camera. Owing to the large
field of view of the camera, the edge of the two hemispheric
components of the LIS is visible. In order to fit a model to
the flat-field measurements, these two regions were masked
out as displayed in Fig. 6b. The flat-field model correcting
for the vignetting effect was determined by fitting a two-
dimensional (2D) second-order polynomial to the averaged
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and masked measurements.
F = a · r2+ b · r + c , (6)
where r2 = |x− x0|2 is the distance of the location x from
the image center x0 in pixel units. The result is depicted in
Fig. 6c for the R channel with the following parameteriza-
tion:
F =−1.23× 10−6 · r2− 4.30× 10−5 · r + 0.99 , (7)
with y0 = 297.2 and x0 = 473.8. Finally, Fig. 6d shows the
relative difference between the flat-field model and the mea-
surements in percent averaged over all 6× 40 images. The
fluctuations of the signal difference are due to inhomo-
geneities of the integrating sphere. However, these inhomo-
geneities are not relevant for the image processing procedure
since the flat-field model is used to correct the camera mea-
surements. The average difference between model and mea-
surement amounts to (0.0± 0.5)% for the R channel with
similar values for the remaining channels. Correcting for the
vignetting, the flat-field-corrected signal SF is defined by
SF = S0/F , (8)
with the radiometric signal S0 and the flat-field correction F .
This correction is applied to the radiometric signal S0 of the
red, green, and blue channel separately.
4.3 Linearity of radiometric response
Similar to Ewald et al. (2016) the linearity of the CMOS sen-
sor of HaloCamRAW was investigated by measuring a tempo-
rally stable light source using different exposure times. This
experiment was performed using the LIS at CHB. Baumgart-
ner (2013) characterized the output stability of the LIS to
better than σ = 0.02 % over a time range of 330 s. For a per-
fectly linear sensor with response R, the photoelectric signal
S̃0 should increase linearly with exposure time texpos and ra-
diance L:
S̃0 = RLtexpos = sn texpos , (9)
with the normalized signal sn defined by
sn = RL. (10)
The deviation of the actually observed signal S0 from the
linear relationship of S̃0 is called photoresponse nonlinearity.
The actually observed signal S0 can be written as
S0 = F sn texpos = F RLtexpos , (11)
with the flat-field correction F , and it follows that the nor-






Figure 7 shows the measured radiometric signal S0 for ex-
posure times texpos ranging from 0.5 to 29.5 ms, averaged
over five images for each exposure time. For exposure times
larger than 23 ms some pixels start to get overexposed. These
pixels are excluded from the analysis. The measured signal
ranges between about 84 and 4020 DN for the G1 and G2
channels. For the data analysis of the HaloCamRAW images,
the measured signals range between 1000 and 3400 DN,
where the mean deviation from a perfectly linear sensor
amounts to 0.15 %, 0.27 %, 0.24 %, and 0.04 % for the R, G1,
G2, and B channel, respectively. For signals close to satura-
tion (4095 DN) the sensor becomes strongly nonlinear. Thus,
signals S0 > 3400 DN have to be excluded from the analysis.
4.4 Spectral response
The spectral response of HaloCamRAW was characterized
in a similar way as described in Gege et al. (2009) and
Baumgartner et al. (2012) using a collimated beam of the
monochromator (Oriel MS257) at CHB. The monochroma-
tor has an absolute uncertainty of ±0.1 nm for λ≤ 1000 nm
and ±0.2 nm for λ > 1000 nm, with a spectral bandwidth of
0.65 and 1.3 nm, respectively (Baumgartner, 2019). To keep
the duration of the calibration procedure short, only a small
region of 8×8 pixels (per channel) on the camera sensor was
illuminated by the monochromator via a parabolic mirror.
Measurements were performed over a wavelength range of
350–900 nm with steps of 5 nm together with the window of
the camera casing shown in Fig. 1. Figure 8 displays the re-
sult of the spectral calibration for the red, the blue, and the
two green channels. To obtain the spectral sensitivity curves,
the raw images were averaged over the illuminated pixel re-
gion and over a set of 10 images per wavelength. Subse-
quently, the dark signal was subtracted and the spectral re-
sponse for each channel was normalized to 1.
4.5 Absolute radiometric response
To obtain an estimate for the absolute radiometric re-
sponse of HaloCamRAW the images recorded on 22 Septem-
ber 2015 were cross calibrated against simultaneous spec-
MACS measurements. For five different specMACS scans
the HaloCamRAW images recorded within the time of the
specMACS scan were selected and averaged. The absolute
radiometric response of HaloCamRAW can be determined
by dividing the normalized and flat-field-corrected signal sn
in digital numbers per millisecond (DN ms−1) by the spec-
MACS radiance L in mW m−2 nm−1 sr−1
R = sn/L. (13)
An example of one of the five specMACS scans is dis-
played in Fig. 9 showing the upper part of a 22◦ halo. The
first panel (Fig. 9a) displays the normalized and flat-field-
corrected signal sn of HaloCamRAW’s R channel averaged
within the time of the specMACS scan from 10:28:17 to
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Figure 6. (a) HaloCamRAW dark-signal-corrected measurements S0 (R channel), which are normalized to 1, of the large integrating sphere
(LIS) averaged over six different camera orientations, with 40 images each. (b) S0, normalized to 1, as in (a) with a mask applied to the areas
where the holes and the edge of the LIS are visible. (c) Flat-field model for the HaloCamRAW R channel fitted against the measurements
with a two-dimensional second-order polynomial. (d) Relative difference between flat-field model and masked measurements.
Figure 7. HaloCamRAW average radiometric signal S0 as a function
of exposure time texpos for the four channels. In operational mode,
the measured signal typically ranges between 1000 and 3400 DN,
where the averaged signal deviates from a linear behavior between
0.04 % for the B channel and 0.27 % for the G1 channel. Signals
below and above this range are shaded in gray. For signals close to
saturation (4095 DN, black dashed line) the signal deviates clearly
from a linear behavior.
10:30:27 UTC in Fig. 9b. The specMACS radiance was in-
terpolated to the angular grid of HaloCamRAW and weighted
with the spectral response, here for the R channel. The radio-
metric response for HaloCamRAW is determined by dividing
sn from HaloCamRAW by the specMACS radiance L, as de-
picted in Fig. 9c. Here, one radiometric response R for all
Figure 8. HaloCamRAW relative spectral response for the R, G1,
G2, and B channel.
sensor pixels is determined by averaging over all pixels in
Fig. 9c under the assumption that the photoresponse nonuni-
formity is already accounted for by the flat-field correc-
tion. Table 2 provides the resulting radiometric response R
(DN ms−1 mW−1 m2 nm sr) as defined in Ewald et al. (2016)
averaged for the five evaluated scenes. These values were de-
rived using the specMACS scans on both sides of the sun as
shown in Fig. 9c. The uncertainties are provided within a 1σ
confidence interval and comprise specMACS’s total radio-
metric uncertainty, which is computed for each pixel, and the
standard deviation of the calibration factor calculated over all
considered pixels.
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Figure 9. (a) HaloCamRAW normalized and flat-field-corrected signal sn (DN ms−1) for the R channel (10:29:20 UTC) and (b) specMACS
radiance L weighted with the HaloCamRAW spectral response of the R channel showing the upper part of the 22◦ halo on 22 September 2015
(10:28:17–10:30:27 UTC). (c) The radiometric response was calculated by dividing sn,HaloCamRAW/LspecMACS, which was interpolated to
the same angular grid. The image region was chosen to avoid the specMACS scan above the sun, which might be stray light contaminated,
and the lower part of the HaloCamRAW image, which happened to be obstructed by a cable in this instance.
Table 2. HaloCamRAW absolute radiometric response within a 1σ
confidence interval.
Channel Radiometric response






The measurements of the LIS can also be used to estimate
the noise N of the measured signal as described in Ewald
et al. (2016). The noise consists of the dark noise Nd and the
photon shot noise Nshot. Thus, the standard deviation of the








The number of photons N detected over a time interval texpos
can be estimated by a Poisson distribution. A Poisson distri-
bution with expectation value N has a standard deviation of
σN ∝
√
N . Thus, the variance of the photon shot noise σ 2shot
should scale linearly with the number of detected photoelec-
trons N and the squared conversion gain k2 (DN2), and σN
can be written as
σN =
√
k2N + σ 2d . (15)
Figure 10 shows a histogram of the variance σ 2N (a) and
the standard deviation σN (b) of the measured signal of the
LIS. For this analysis each sensor pixel, evaluated over five
images, was used for all exposure times (0.5 to 9.5 ms). The
results are shown for the R channel here but are very simi-
lar for the other three channels. According to Eq. (15), the
variance of the signal measured by each pixel should scale
linearly with the signal itself (Fig. 10a), whereas the stan-
dard deviation should scale with the square root of the signal
(Fig. 10b). In case the measurements deviate from the ex-
pected behavior, this would hint at possible nonlinearities of
Figure 10. Two-dimensional histograms of the variance (DN2) (a)
and the noise (DN) (b) of the measured signal as a function of the
averaged signal of the R channel. The black lines are least-square
fits, which are parameterized as indicated by the respective equation
in the figure.
the sensor. The signal noise ranges from about 10 DN for
signals of about 100 to about 40 DN for signals of about
1500 DN, which are typical for operational measurements.
4.7 HaloCamRAW total radiometric uncertainty
The total radiometric uncertainty of HaloCamRAW was esti-
mated by applying Gaussian error propagation to the equa-
tions describing the measured signal with the respective er-
rors. Similar to the description in Ewald et al. (2016), the
calculation of the total radiometric uncertainty will be out-
lined in the following. According to Eq. (1) the uncertainty
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of the radiometric signal S0 is computed by combining the
absolute uncertainties of the dark signal σd(texpos,T ) and the







+ σN (S0)2 . (16)
As defined by Eq. (12) the uncertainty of the normalized sig-
nal sn consists of the relative uncertainty of the photoelectric
signal σS0 , the relative uncertainty of the flat-field calibration



















Uncertainties due to polarization of light by components
of the camera or the casing were not determined for
HaloCamRAW. However, according to Ewald et al. (2016),
the largest part of the polarization sensitivity of specMACS is
introduced by the transmission grating which adds the spec-
tral dimension to the measurements. Since HaloCamRAW is
not equipped with a grating, it is assumed that its polarization
sensitivity is significantly lower than for specMACS. Direct
solar radiation is unpolarized, and thus the degree of polar-
ization for scattering angles in the region of the 22◦ halo is
expected to be less than about 5 % (Hansen and Travis, 1974;
Emde et al., 2010). The degree of polarization for transmit-
ted light in the region of the 22◦ halo is lower than for obser-
vations of reflected light from cloud sides, especially in the
rainbow scattering region, which is the focus of Ewald et al.
(2016). Thus, we can conclude that, even if the polarization
sensitivity of the camera was significant, the error in the mea-
sured signal would be very small due to the low degree of
polarization of the incoming radiation. Therefore, the contri-
bution of the polarization sensitivity to the total measurement
uncertainty is considered negligible for HaloCamRAW.
Finally, the radiometric calibration accounts for the error
of the sensor response σR, which was estimated from cross













Table 3 provides the total relative and absolute radiometric
uncertainties for the four channels of HaloCamRAW for two
typical signals of 1000 DN and 3000 DN. The relative ra-
diometric uncertainty is an estimate of the error of the nor-
malized signal sn (Eq. 17), which is smaller than 4 % for
all four channels. For larger signals the relative 2σ uncer-
tainty is smaller since the absolute uncertainty is divided by
a larger value (cf. Eq. 18). This uncertainty is valid for sig-
nal ratios since they are independent of the sensor response
R. For spectral radiance measurements, however, the uncer-
tainty increases significantly due to the contribution of the
uncertainty of the estimated sensor response σR. For the R
channel the total absolute uncertainty amounts to about 4.5 %
and about 5.5 % for the two green channels. The uncertainty
is largest for the B channel, with about 11.5 %.
Since the radiometric response of HaloCamRAW was cross
calibrated against specMACS, its estimated uncertainty com-
prises both the relative radiometric uncertainty and spec-
MACS’s absolute radiometric uncertainty. Additional mi-
nor sources of uncertainty are the following. First, the
HaloCamRAW images are recorded every 10 s, so the average
temporal offset between the specMACS and HaloCamRAW
measurements amounts to 5 s, which leads to small devia-
tions due to cloud motion and inhomogeneities of the scene.
Second, due to the temporal offset between the measure-
ments, the specMACS and HaloCamRAW scenes cannot be
perfectly matched and a slight misalignment remains. Third,
to compare the measurements, the specMACS observations
have to be convolved with the spectral response of the four
channels of HaloCamRAW. For wavelengths at the edge of
the spectral sensitivity of the specMACS sensor, the mea-
surement uncertainty increases strongly, introducing addi-
tional uncertainty in the estimated radiometric response for
the HaloCamRAW measurements. This effect is responsible
for the larger uncertainty of the blue channel, which has a
spectral response centered at much shorter wavelengths. In
this spectral region specMACS has a larger measurement un-
certainty compared to the red and green channels.
5 Application
With a radiometrically characterized camera it is possible
to quantitatively analyze the measured radiance distribution.
Figure 11a shows the R channel of a HaloCamRAW image,
averaged over 2 h on 21 April 2016. The observations show
a 22◦ halo with the direct sunlight blocked by the circular
sun shade (see Sect. 2). The radiance at the 22◦ halo peak
amounts to about 220 mW m−2 nm−1 sr−1 with a 2σ mea-
surement uncertainty of about 10 nm−1 sr−1 derived from
the absolute radiometric characterization (see Fig. 11b). The
22◦ halo ratio (HR) serves as a measure of the brightness
contrast of the halo display (e.g., Forster et al., 2017) and
amounts to about 1.03 in the azimuth segment indicated
in yellow in Fig. 11a. The measurement uncertainty of the
22◦ HR amounts to about 3 % and is calculated by applying
the relative radiometric characterization since a signal ratio
is considered.
Figure 12 displays radiative transfer simulations with li-
bRadtran (Mayer and Kylling, 2005; Emde et al., 2016) using
the DISORT solver (Stamnes et al., 1988) and ice crystal op-
tical properties based on the parameterization of Yang et al.
(2013), which assumes randomly oriented crystals. Three ex-
emplary ice crystal habits were selected: plates (first row),
hollow columns (second row), and solid columns (third row).
The ice crystal optical properties of Yang et al. (2013) pro-
vide three degrees of surface roughness: smooth, moderately
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Table 3. HaloCamRAW total radiometric uncertainty with a 2σ confidence interval.




1000 DN 2.8 % 2.4 % 2.4 % 3.3 %




1000 DN 5.0 % 5.8 % 5.8 % 11.8 %
uncertainty 3000 DN 4.5 % 5.5 % 5.5 % 11.5 %
roughened, and severely roughened. To allow for a more flex-
ible parameterization of ice crystal surface roughness, simu-
lations were performed for mixtures of severely roughened
and smooth ice crystals as explained in Forster et al. (2017).
This parameterization assumes that the cirrus cloud consists
of two ice crystal populations: one population of smooth
hexagonal crystals capable of forming a 22◦ and/or 46◦ halo
and a second population consisting of severely roughened ice
crystals which do not produce a halo display and serve as a
“background” of scattering ice particles. These two popula-
tions are mixed by scaling their optical thickness according
to their particle fraction in the cirrus cloud. Since the 22◦ halo
is produced by smooth hexagonal ice crystals, the fraction of
smooth ice crystals in this parameterization determines the
HR, i.e., the brightness contrast of the 22◦ halo. The 22◦ HR
in Fig. 12 increases from left to right with a growing frac-
tion of smooth ice crystals. All remaining simulation param-
eters are kept constant (see Fig. 12 caption). To represent the
HaloCamRAW’s R channel, libRadtran simulations were per-
formed between 350 and 900 nm and averaged with the sen-
sor’s spectral response as shown in Fig. 8.
The simulated radiance values of the whole scene are
comparable to the observations, but the 22◦ and 46◦ HR
varies significantly among the different ice crystal shapes
and smooth crystal fractions (SCFs). The radiative transfer
simulations using solid columns produce the best-matching
radiance distribution compared to the HaloCamRAW obser-
vations. For a SCF between 20 % and 30 % they produce a
22◦ HR between 1.01 and 1.06. The simulations using ice
crystal plates (Fig. 12a–c) do not represent the observations
well since they produce an additional 46◦ halo. Also hollow
columns do not match the observations since the scattering
angle region within the 22◦ halo close to the sun is much
brighter compared to the observations. These findings are
supported by Fig. 13: the simulation using ice crystal plates
(blue) shows a small peak at the position of the 46◦ halo,
which is not present in the observed radiance distribution
(black). The simulation using hollow columns exhibits an-
other peak at scattering angles of about 18◦ (orange line in
Fig. 13). Qualitatively, the simulation using solid columns
best represents the observations. Since the cirrus and aerosol
optical thickness as well as the ice crystal effective radius are
only a rough estimate, a slight offset between observations
and simulations remains.
On this basis a method can be developed to retrieve ice
crystal properties with help of radiative transfer simulations.
The brightness contrast of the halo contains valuable infor-
mation about ice crystal properties, such as shape and sur-
face roughness (van Diedenhoven, 2014; Forster et al., 2017).
However, multiple scattering by aerosol and cirrus cloud
particles introduces ambiguities. Additional observations of
aerosol and cirrus optical thickness, for example from sun
photometer measurements, must therefore be included in the
retrieval to reduce the ill-posedness of the problem. The de-
velopment of such a retrieval will be the focus of a future
publication.
While this study focuses solely on randomly oriented crys-
tals, halo displays caused by oriented crystals, such as sun-
dogs, upper tangent arcs, and the rare Parry and supralateral
arc (e.g., Greenler, 1980; Tape, 1994), can also be observed
within HaloCamRAW’s FOV and contain important informa-
tion about the fraction of oriented plates and columns. De-
pending on the solar elevation, halo displays formed by ori-
ented and randomly oriented crystals overlap in certain im-
age regions, for example the upper tangent arc and 22◦ halo
or the supralateral arc and 46◦ halo (Cowley, 2020). For the
future development of a quantitative retrieval method, care
must be taken to treat those image regions appropriately.
6 Conclusions
We present a procedure for geometric, spectral, and abso-
lute radiometric characterization of the weather-proof RGB
camera HaloCamRAW which can, in principle, be applied
to other RGB camera systems with similar field of view.
HaloCamRAW is part of the automated halo observation sys-
tem HaloCam described in Forster et al. (2017) and designed
for the quantitative analysis of halo displays.
The geometric calibration was performed using a chess-
board pattern with known dimensions to determine the cam-
era matrix as well as the distortion coefficients of the raw im-
age with Bayer pattern. The sensor’s dark signal was deter-
mined using a climate chamber in a dark room and with the
camera lens covered. The photoresponse nonuniformity (i.e.,
the vignetting effect), the spectral response of the RGB sen-
sor, linearity of the sensor’s radiometric response, and sig-
nal noise were characterized at the Calibration Home Base
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Figure 11. HaloCamRAW R channel (a) radiance and (b) 2σ standard deviation from 21 April 2016, averaged over the period between 12:00
and 14:00 UTC. The 22◦ halo ratio amounts to 1.03 and was calculated in the averaged azimuth segment, indicated here in yellow.
Figure 12. LibRadtran simulations using ice crystal plates (a, b, c), hollow columns (d, e, f), and solid columns (g, h, i) for a mixture of
smooth and roughened crystals, with increasing smooth crystal fraction (SCF) from left to right. The SCF of the respective columns was
chosen to achieve a similar 22◦ halo ratio (HR) for the three different habits. The observed HR lies between the simulated values of the left
and center column. The remaining simulation parameters were kept constant: a cirrus optical thickness of 0.4 was chosen to roughly match
the observed radiance values, and an effective crystal radius reff = 20 µm as a typical value for cirrus clouds was assumed. The simulations
were performed for an aerosol optical thickness 0.15 with the “continental average” optical properties mixture from OPAC (Hess et al.,
1998), for an average solar zenith angle of SZA= 42.8◦, assuming an absorbing surface and using the spectral response of the red channel
(cf. Fig. 8).
(CHB) of the Remote Sensing Technology Institute at the
German Aerospace Center in Oberpfaffenhofen. While the
spectral response was characterized using a monochroma-
tor, the remaining effects were determined using the large
integrating sphere (LIS) of the facility. The absolute ra-
diometric response was estimated by cross calibrating the
HaloCamRAW observations against the completely character-
ized specMACS imager for simultaneously measured scenes
of a 22◦ halo. Finally, the total radiometric uncertainty was
determined by taking into account the aforementioned er-
ror sources as well as the radiometric uncertainty of spec-
MACS for the cross calibration. The polarization sensitivity
of HaloCamRAW was considered negligible.
For a typical measurement signal of 1000 DN the rela-
tive radiometric uncertainty amounts to 2.4 % for both green
channels, 2.8 % for the red channel, and 3.3 % for the blue
channel. For a larger signal of 3000 DN the relative radio-
metric uncertainty ranges between 1.7 % for the green chan-
nels and 2.1 % for the blue channel. The absolute radiometric
uncertainty is larger due to the additional uncertainty of spec-
MACS and amounts to 5.0 % for the red channel, 5.8 % for
the green channels, and 11.8 % for the blue channel for a sen-
sor signal of 1000 DN, and it is similar to a signal of 3000 DN
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Figure 13. The black solid line displays the HaloCamRAW radi-
ance in the principal plane above the sun from the scene shown in
Fig. 11. The 2σ uncertainty of the HaloCamRAW radiance is rep-
resented by the gray shading around the black line. The scattering
angles of the 22 and 46◦ halo peaks are indicated by the vertical
black dashed lines. The red dashed line indicates the minimum of
the 22◦ halo. The 22◦ halo ratio is computed by the ratio between
the radiance values of the maximum and the minimum. The colored
lines represent the radiance in the principal plane from the libRad-
tran simulations shown in Fig. 12 (central column) for ice crystal
plates (blue), hollow columns (orange), and solid columns (green).
since a large part of the additional uncertainty arises from the
inhomogeneity of the scene used for cross calibration and the
absolute radiometric uncertainty of specMACS.
The geometric and radiometric characterization of
HaloCamRAW were applied to a scene observed on 21 April
2016 when a 22◦ halo was present for about 2 h. The ob-
served radiance distribution was compared to radiative trans-
fer simulations using solid columns, hollow columns, and
plates as well as three different mixtures of severely rough-
ened and smooth ice crystals which produced a 22◦ halo
ratio similar to the measurements. The remaining parame-
ters of the cirrus were kept constant: an optical thickness
of 0.4 was chosen to roughly match the absolute values of
the HaloCamRAW radiances, and an effective crystal radius
of 20 µm was assumed, which is a typical value for cirrus
clouds. Although this parameter choice produces a compa-
rable brightness contrast for the 22◦ halo, some ice crystal
habits produce additional features in their radiance distribu-
tion, which are not visible in the HaloCamRAW observations
and can be excluded in this case. For example, plates pro-
duce an additional 46◦ halo and hollow columns feature an-
other radiance peak at a scattering angle of about 18◦. This
comparison demonstrates the potential for developing a re-
trieval method for ice crystal properties including shape and
roughness.
The absolute radiometric characterization allows compar-
ison of the HaloCamRAW observations with radiative trans-
fer simulations. If the HaloCamRAW observations are ana-
lyzed using ratios of radiance values, the relative radiomet-
ric uncertainty applies. This characterization is an impor-
tant prerequisite to develop a quantitative retrieval of ice
crystal properties, like crystal shape, size, and roughness,
from observations of halo displays using HaloCamRAW. Us-
ing a long-term database of calibrated HaloCamRAW obser-
vations together with radiative transfer simulations, typical
ice crystal properties of halo-producing cirrus clouds can be
retrieved, which will be the focus of future publications. The
retrieved ice crystal properties have the potential to comple-
ment space-borne retrievals by adding information about the
forward scattering part of the phase function.
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